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Abstract. - Recent experimental data on the  frequency s t a b i l i t y  o f  t he  

Nat ional  Bureau o f  Standards small passive hydrogen masers i nd i ca tes  

t h a t  they are super ior  t o  any commercially ava i l ab le  cesium standard 

f o r  frequency comparisons o r  t imekeeping ou t  t o  per iods o f  a t  l e a s t  a 

month. Frequency d r i f t  between the  small passive hydrogen maser and an 
ensemble o f  n ine commercial cesium standards has been measured and i s  

o f  order 1 k 5 x 10-16/day averaged over 72 days. This i s  substant i -  
a l l y  l ess  than the d r i f t  i n  a c t i v e  hydrogen masers. Timekeeping t o  a 

few nanoseconds per  week has been demonstrated us ing the  small passive 

hydrogen maser. These small masers are expected t o  be ava i l ab le  i n  a 

30 cm h igh rack mount i n  the near fu tu re .  Using f u l l - s i z e d  passive 

hydrogen masers, i t  appears poss ib le  t o  achieve frequency s t a b i l i t i e s  

o f  order 10-15 over days and timekeeping t o  about one nanosecond per  

week. I n  order t o  take f u l l  advantage o f  the improved c a p a b i l i t i e s  of 

t he  passive hydrogen masers, it w i l l  be necessary t o  use improved t ime 

comparison techniques. 

I n t roduc t i on .  - For many years, p rec i s ion  timekeeping has near l y  exc lus i ve l y  

r e l i e d  on commercially ava i l ab le  cesium beam standards. The nominal frequency 

s t a b i l i t y  i s  o f  order 3 x a t  one day and about 1 x a t  a year. This 

corresponds t o  t imekeeping performance o f  order 25 ns per week and a few ps per  

year  [l]. 

A new p r e c i s i o n  frequency standard s p e c i f i c a l l y  aimed a t  p rov id ing  exce l l en t  

t imekeeping has been developed a t  the Nat ional  Bureau o f  Standards (NBS) [2,3, 
4,5]. Recent data presented i n  the f o l l o w i n g  pages i l l u s t r a t e s  the exce l l en t  
performance o f  these new standards. The small passive hydrogen maser (SPHM) 

demonstrates a frequency s t a b i l i t y  o f  about 5 x f o r  averaging times of 

seven days and a frequency d r i f t  versus an ensemble o f  n ine commercial cesium 

standards o f  1.2 k 5 x 10-16/day over a 72 day per iod.  The timekeeping a b i l i t y  

i s  o f  order 5 k 3 ns f o r  seven days. The la rge  passive hydrogen maser (LPHM) 

being developed a t  NBS i s  expected t o  achieve a performance about f i v e  times 

b e t t e r  than the  SPHM o r  about 1 ns per  week. 

The present t ime comparison techniques w i t h i n  and between labo ra to r ies  w i l l  
genera l l y  have t o  be improved i n  order t o  take f u l l  advantage o f  these new develop- 

ments. 
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Passive Hydrogen Masers - Several years ago, NBS embarked on a program t o  develop 

a frequency standard based on t h e  hydrogen magnetic hyper f ine resonance shown i n  

f i g u r e  1 [2,3,4,5]. The bas ic  technique f o r  s t a t e  preparat ion i s  v i r t u a l l y  
unchanged 

I 

Figure 1. Upper p o r t i o n  shows the  

hyper f i ne  separation vs. magnetic 

f i e l d  o f  atomic hydrogen. Lower 

p o r t i o n  shows the  t r a d i t i o n a l  method 

o f  s t a t e  preparat ion and storage. 

from t h e  e a r l i e r  a c t i v e  hydrogen maser work [6]. The microwave c a v i t y  f o r  shaping 

t h e  i n t e r r o g a t i o n  f i e l d  has taken two d i f f e r e n t  forms i n  the  NBS work. The f i r s t  

i s  a small d i e l e c t r i c a l l y - l o a d e d  c a v i t y ,  w h i l e  the  second i s  a vacuum d i e l e c t r i c  

c a v i t y  i d e n t i c a l  t o  t h a t  normally used by the a c t i v e  hydrogen masers. The bas ic  

p r i n c i p l e s  are described i n  the l i t e r a t u r e  [4,5]. 

Very b r i e f l y ,  a l o c a l  probe s igna l  u l t i m a t e l y  der ived from 5 MHz i s  phase 

modulated a t  two frequencies, f, and f,, and in t roduced i n t o  the  microwave c a v i t y  

con ta in ing  the  s tate-se lected hydrogen atoms (see f i g u r e  2). The t r a n s m i t t e r  

s igna l  i s  envelope-detected and processed i n  two synchronous detectors ,  one 

referenced t o  the  modulation frequency, f,, and the  other  t o  f,. f, corresponds 

t o  approximately the h a l f - l i n e w i d t h  o f  the microwave c a v i t y  and f, corresponds t o  

the  h a l f - l i n e w i d t h  o f  t he  hydrogen resonance. The output  o f  the fl synchronous 

de tec to r  i s  used t o  a c t i v e l y  c o r r e c t  t he  microwave c a v i t y  frequency w i t h  a t ime 

constant o f  about 10 seconds. The output  o f  t he  f, synchronous detector  i s  used 

t o  s tee r  the  probe frequency t o  the  center  o f  the hydrogen l i n e  w i t h  a t ime 

constant o f  several seconds. The unique fea tu re  o f  t he  passive hydrogen masers, 
as compared t o  t h e  a c t i v e  hydrogen masers, i s  t h e  a b i l i t y  t o  l o c k  t h e  microwave 

c a v i t y  frequency t o  the hydrogen resonance frequency w i thou t  t he  need f o r  an 

external  h i g h - s t a b i l i t y  reference. Lesage et a. , have t h e o r e t i c a l l y  examined the 

expected c h a r a c t e r i s t i c s  o f  such a system [;I]. The i r  r e s u l t s ,  w i t h  the  exception 

o f  c a v i t y  p u l l i n g ,  agree r a t h e r  w e l l  w i t h  the  exper imenta l ly  observed character is-  

versus a, where the maser power ga in  i s  g iven by G = i n  the l i m i t  o f  zero 

microwave power. 

t i c s .  F igure 3, based on t h e i r  work, shows the  short-term s t a b i l i t y  
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Figure 2. Simplified diagram of the 
passive hydrogen maser system. 

Figure 3. White frequency noise 
contribution to the frequency sta- 
bility of passive hydrogen masers 
i s  shown versus a where maser power 
gain is given by G = (A) in the 
limit of zero microwave power. 
Noise figure F = 2 assumed. The 
straight line corresponds to u (I) = 

2 

Y -4 1.1 x 10-13 UT . 

Experimentally measured points, A and B ,  were measured with a SPHM, while point C 
i s  inferred f rom the hyperfine linewidth and the signal-to-noise measured on a 
LPHM. The agreement is excellent. 

that the cavity pulling is identical with the active masers namely: 
More recent calculations [Audoin, C., private communication (1981)l confirm 

' 0  - 'H - Qc *'c - _ _  - 
'H Q~ 'H 
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where Qc i s  the q u a l i t y  f a c t o r  o f  t he  c a v i t y ,  Q, i s  t he  q u a l i t y  f a c t o r  o f  t he  

hydrogen l i n e ,  Auc i s  t he  detuning o f  t he  c a v i t y ,  uH i s  the unperturbed hydrogen 

hyper f i ne  frequency, and uo i s  t he  output  frequency. 

Systematic e f f e c t s  which can pe r tu rb  the  output  frequency are l i s t e d  i n  

t a b l e  1 w i t h  the  expected e f f e c t  on s t a b i l i t y .  The temperature c o e f f i c i e n t  was 

measured f o r  a 9 "C temperature change. The frequency change c l o s e l y  fo l lowed 

t h e  temperature. The frequency recovered t o  w i t h i n  0.5 f 2 x 10-14 w i t h i n  s i x  

hours. Frequency s t a b i l i t y  i s  n o t  a f f e c t e d  by simultaneous operat ion o f  t he  two 

servos i n  our system. 

Table 1. Summary o f  Systematic E f f e c t s  f o r  t he  Small Passive Hydrogen 
Maser. 

1. 

2. 

3. 

4. 

5. 

6 .  

7. 

EFFECT 

Second-order Doppler 
Changes 

Temperature C o e f f i c i e n t  

Wall S h i f t  

Spin Exchange 

Magnetic F i e l d  
Changes 

Power Dependence 

Phase Dr i ve  Modulator 

OFFSET INSTABILITY 

-4.3 x 10-11 3 x 10-15 

1.3 x 10-141~ 

5 x 10-15 

f 3 x 10-5 T ( f o . 3 ~ )  10-15 

< 10-13/dB 10-15 

< 1 0 - 1 3 ~ ~  10-15 

,., 2 x 10-1' - < 10-l3/year 

2 x 10-13 

+ 1 x f o r  

Experimental Frequency S t a b i l i t y  and Timing Results. - Four SPHM's and one LPHM 

have been assembled and tes ted  a t  NBS over the  pas t  several years. Most o f  t he  

t e s t i n g  has used our commercial cesium ensemble and occasional ly  one o f  our l a rge  

pr imary cesium standards as a reference i n  order t o  avoid t h e  unce r ta in t y  o f  t he  

SPHM' s moving i n  unison due t o  some unsuspected environmental parameter. 

Curve a o f  f i g u r e  4 shows the d a i l y  average frequency o f  SPHM-4 r e l a t i v e  

r e l a t i v e  t o  an experimental ensemble o f  n ine commercial cesium standards, w h i l e  

curve b shows the  comparison t o  NBS-4, one o f  our primary frequency standards. 

The outage o f  NBS-4 was due t o  a power supply f a i l u r e .  The frequency d r i f t  

between the  cesium ensemble and SPHM-4 i s  very small. A l e a s t  squares f i t  y i e l d s  

1.2 f 5 x 10-16/day l i m i t e d  by the  l eng th  o f  t he  data and the  8s cesium t ime 

sca le  noise. The frequency excursion o f  curve a from 19 J u l y  t o  23 J u l y  i s  most 

l i k e l y  due t o  the  commercial cesium standards because i t  i s  n o t  apparent i n  the  

SPHM-4 versus NBS-4 data. 
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F igure 4. - The f r a c t i o n a l  

frequency o f  SPHM-4 i s  

shown vs. the 8s t ime 

scale composed o f  n ine 

commercial cesium frequen- 

cy standards and NBS-4, a 
l a r g e  l abo ra to ry  primary 

cesium frequency standard. 

Figure 5 shows an e a r l i e r  10 day comparison taken using d i r e c t  phase compari- 

son a t  5 MHz between NBS-4 and SPHM-4, where an average frequency d i f f e rence  has 

been subtracted. Note t h a t  the data from f i g u r e  5 i s  much more s tab le  than the 

data o f  f i g u r e  4, which used a counter t o  measure the  t ime delay (phase) between 

one second t i c  der ived from the  5 MHz output  o f  each clock. Curves a and b o f  

f i g u r e  6 shows the  f r a c t i o n a l  frequency s t a b i l i t y  as der ived from the data o f  

f i g u r e s  4 and 5. This data a l so  shows a timekeeping a b i l i t y  o f  5 f 3 ns f o r  

SPHM-4 vs. NBS-4 a t  a p r e d i c t i o n  i n t e r v a l  o f  seven days. For comparison, curve c 

o f  f i g u r e  6 shows the frequency s t a b i l i t y  o f  our most s tab le  commercial cesium 

c l o c k  over the  same t ime pe r iod  (see a l so  Ref. 1). It should be noted t h a t  

SPHM-4 was i n  a l abo ra to ry  where the temperature v a r i a t i o n s  were about 1.5 K 
peak-to-peak, and people were moving equipment, wh i l e  the commercial cesium 

standards were magnet ica l ly  shielded and thermal ly  c o n t r o l l e d  t o  about ? 0.02 K. 
Tests on SPHM's 1, 2, and 3 f o r  periods ou t  t o  30 days conf i rm the  general fea- 

t u r e s  o f  curves a and b i n  f i g u r e  6. 

The t ime d ispers ion o f  SPHM-4 versus the ensemble i s  shown i n  f i g u r e  7 us ing 
a one day p r e d i c t i o n  i n t e r v a l  based on the previous day's frequency. This data 

c l e a r l y  shows the super ior  performance o f  the NBS SPHM over commercially ava i l ab le  
cesium standards. The performance o f  SPHM-4 i s  t he  best  t h a t  has been documented 

f o r  a s i n g l e  c lock  other  than the l a rge  primary cesium beam frequency standard. 

O f  p a r t i c u l a r  note i s  t h z t  the d r i f t  of 1.2 f 5 x l 0 - I6 /day  i s  nea r l y  50 times 
smaller than t h a t  t y p i c a l l y  observed 

Figure 5. - The continuous 

t ime (phase) d i f f e rence  
!!! between SPHM-4 and NBS-4 
Y SPHM4 vs  NBS4 PBLMARY CESIUM 2 

2ns 

0 

LL 

i s  shown over a t e n  day 

per iod.  A mean frequency 
I . .  

W 
2 - 2 1  : i " / i !  d : : 16 2n5 d i f f e r e n c e  has be sub- 
I- TIME (DAYS) s t racted.  
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SPHM4 v5 8s TINE SCALE la) 

Figure 6. - F rac t i ona l  

frequency s t a b i  1 i ty  o f  

SPHM-4 vs. the 8s t ime 

scale and NBS-4 ca l cu la ted  

from f i g u r e s  4 and 5. No 

d r i f t  subt racted and no 

adjustment f o r  t he  inher-  

e n t  i n s t a b i l i t y  o f  the 8s 
t ime scale o r  NBS-4 has 

been made. For compari- 

son, the performance o f  a 

s i n g l e  commercial standard 
i s  shown as (c). Expected 

performance f o r  LPHM i s  

shown as (d). 

I 

Figure 7. - Accumulated W A  

z 2  SPHM4 -085 TlMF SCALF t ime d i f f e rence  o f  SPHM-4 
r3"rrrl vs. the  8s t ime scale 

based on a commercial 

frequency standards. A 

one day p r e d i c a t i o n  i n t e r -  

on the  prev ious 

day 's  average r a t e  has 

v 

d W  

w i t h  a c t i v e  hydrogen masers. There i s  no evidence t o  support the 1 x 10-15/day 

frequency d r i f t  due t o  the  w a l l  e f f e c t  repor ted by Mor r i s  [8]. This  e f f e c t ,  i f  

present  i n  the SPHM, would r e s u l t  i n  a d r i f t  o f  order 2 x 10-15/day due t o  the  
l a r g e r  surface-to-volume r a t i o  o f  t he  storage bu lb  as compared t o  the f u l l - s i z e d  

masers. We are i n  the  process o f  repackaging the  SPHM i n  a 48 cm wide rack- 

mounted package about 30 cm h igh by 50 cm deep, which i s  on l y  s l i g h t l y  b igger  
than present commercially ava i l ab le  cesium standards. 

The LPHM design i s  s u b s t a n t i a l l y  l a r g e r  than the SPHM design; however, the 

h igh  microwave c a v i t y  Q and longer storage times should lead t o  about a f a c t o r  o f  
5 t o  10 enhanced frequency s t a b i l i t y .  This p r e d i c t i o n  i s  based on the  work o f  

- -  
I 
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Lesage et al. [7] and our measurements of signal-to-noise and linewidth achieved 
in a two liter storage bulb (i.e., point C of figure 3 ) .  Earlier measurements 
[5] using a linewidth of about 3 Hz demonstrated that cavity pulling could be 
stabilized to the 3 x level. Using a linewidth o f  order 0.3 to 0.4 Hz 
should reduce this effect by an order of magnitude. Most other effects will also 
be reduced with decreased linewidth. Therefore, we anticipate that using the 
electronics concepts refined for the SPHM's on the LPHM should lead to fractional 
frequency stabilities of at least 2 x T-* for measurement times from 1 to 
lo5 s and 1 x for weeks. This is indicated by curve d of figure 6. This 
would correspond to timekeeping ability of order 1 ns per week, which exceeds the 
stability of even the primary cesium frequency standards by nearly an order of 
magnitude. 

Timekeeping of the present SPHM's, and particularly the future LPHM's, 
exceeds the stability of present time measurement systems based on 1 s time tics 
obtained by frequency division. Advanced systems based on heterodyne techniques 
at the clock rf reference frequency, such as the dual mixer scheme [SI, will 
become imperative in order to take full advantage of these new high-precision 
clocks. One such system being tested at NBS exhibits a timekeeping ability of 
order a few picoseconds per week. 

Conclusion. - It has been experimentally demonstrated that the SPHM design yields 
a precision clock of extraordinary performance. The timekeeping of this new 
design is better than 5 k 3 ns per week. Long-term frequency stability is compar- 
able to or better than an ensemble of nine commercial cesium standards. The 
frequency drift versus the ensemble is 1.2 k 5 x 10-16/day when averaged over 72 
days. It is expected that the NBS SPHM design will soon be repackaged in a 30 cm 
high rack-mounted package. This new development should greatly advance timing 
capabilities at NBS and other labs. 

The LPHM based on the same principles as the SPHM should yield even higher 
precision. Timing stabilities of order 1 ns per week are expected. Frequency 
stability per year could exceed that of the present primary frequency standards. 

The timing stabilities of these new generation clocks exceed the timing 
stability of most distribution and timing equipment. This will necessitate 
changes throughout the timing community to take full advantage of these new 
capabilities. One system under test at NBS shows a timing stability of a few 
picoseconds per week. 
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